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Abstract: Background: In recent years, the use of conometric systems to connect dental implant
abutments and prosthetic caps has been advocated because they seem to eliminate the side effects
reported when using screw- and cement-connected prosthetic restorations. Objectives: The present
case study is focused on conometric connection characterization and its performance in terms of
the microarchitecture of peri-implant soft tissues by using a cross-linked approach based on optical
microscopy and three-dimensional imaging. Methods: Two dental implants were characterized
using micro-CT and another identical one was implanted into a patient; the latter was retrieved
45 days later due to changes in prosthetic needs. Afterward, the peri-implant soft tissues were inves-
tigated using synchrotron-based phase contrast imaging, histology, and polarized light microscopy.
Results: Micro-CT analysis showed perfect adhesion between the abutment and prosthetic cap;
histology and polarized light microscopy showed that connective tissue was richly present around
the abutment retrieved from the patient. Moreover, the quantitative evaluation of connective tissues
using synchrotron imaging, supported by artificial intelligence, revealed that this tissue was rich in
mature collagen, with longitudinal and transverse collagen bundles intertwined. The number and
connectivity of transverse bundles were consistently greater than those of the longitudinal bundles.
Conclusion: It was found that the peri-implant soft tissue was already mature and well organized
after only 45 days of implantation, supporting the hypothesis that conometric connections contribute
to the significant stabilization of peri-implant soft tissues.

Keywords: conometric prosthetic connection; peri-implant soft tissues; case report; artificial intelli-
gence; imaging methods

1. Introduction

Several papers have recently shown that peri-implant connective tissues’ three-
dimensional (3D) organization plays a key role in the preservation of peri-implant bone
tissues and the long-term survival and success of dental implants [1–5]. Animal models and
human studies have described the structure and ultrastructure of peri-implant soft tissues
using bi-dimensional imaging methods like histology, scanning electron microscopy, polar-
ized light microscopy [6–11], and transmission electron microscopy [12]. However, only
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advanced 3D imaging through high-resolution tomography (micro-CT) has been able to
give evidence and quantify the organization of connective tissue microarchitecture [13–15].

Until recent years, prosthetic restorations were connected to implant abutments mainly
by using screws or cement; however, both methods have some contraindications [16–19].
In screw-retained prosthetic restorations, there can be loosening or fracture of the screws;
moreover, a not-so-optimal esthetic result is often obtained due to the presence of an
occlusal access hole [17–19]. This access hole can also produce a weak spot, with possible
chipping and fracture of the porcelain [20,21]. In cement-retained restorations, biological
complications can occur, e.g., inflammation of the peri-implant soft tissues with loss at the
level of the peri-implant crestal bone due to excess cement [17–19].

In the last decade, a conometric system has been proposed, by which the prosthetic
crowns are coupled to the abutment using a precise friction fit, without screws or ce-
ment [22–28]. This connection, eliminating the cement residues in the subgingival region,
has been proven to reduce the risk of inflammation of the peri-implant tissues. Moreover,
by not having to remove cement residues, it is possible to set the margins in more api-
cal portions, improving the aesthetics of the restorations. It has also been proven that
retentive force is adequate for fixed rehabilitation even after a high number of insertion–
disengagement cycles [29].

Several studies report successful follow-up evaluations of conometric systems [29];
some of these studies are accompanied by histological investigations mainly referring to
the study of the peri-implant bone. Consequently, for full acceptance and recognition of
the conometric abutment–prosthetic cap connection, it is necessary to further study the
peri-implant soft tissues which constitute the actual barrier to the migration of any bacteria
and inflammatory cells towards the apical bone areas.

According to the present authors’ best knowledge, there are no cases in the literature
showing definitive results on the 3D structure of peri-implant connective tissues around
conometric prosthetic restorations with proven absence of macro- and micro-gaps between
the abutment and the prosthetic cap. The aim of the present case study is to shed light,
through the use of micro-CT, on possible 3D defects in conometric abutment–prosthetic
cap connections and, via histology, polarized light microscopy, and synchrotron-based
micro-CT, the organization of peri-implant connective tissues around a retrieved human
dental implant with conometric connection used for restoration.

2. Materials and Methods
2.1. Samples

A 61-year-old female patient who had undergone implant rehabilitation received three
(nr = 3 samples) dental titanium implants with conometric connection (AoN Implants,
Grisignano di Zocco, Vicenza, Italy). The patient received a clear explanation of the study
and signed an informed consent form. A cone–beam study was conducted before the
surgery for the planning of implant rehabilitation (NewTom Giano with field of view (FOV)
11 × 5 cm2 and resolution 300 µm) (Figure 1). Implant rehabilitation was performed in
the premolar–molar region of the left maxilla (sites 25-26-27). The three implants (AoN
Implants, Grisignano di Zocco, Vicenza, Italy) were placed 1 mm subcrestally, and the
conometric abutments, measuring 3 mm, were inserted in all sites and tightened at 25 N
(Figure 2A,B). The drilling protocol involved the use of a 2 mm cylindrical dental drill and a
dedicated 8 × 3.3 mm2 conical drill at 50 rpm without irrigation. The implant was inserted
into soft bone (type IV) at 15–18 N. The retrieved implant was an AoN Is-Four implant,
measuring 3.3 mm in width by 8 mm in length. It consisted of a titanium, conometric
straight abutment (5 mm high) and a conometric cap made of PEEK. The PEEK cap was
used over a metal one to offer a less bulky alternative during this temporary phase.
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Figure 1. Cone–beam study (CBCT) (FOV 11 × 5 cm2). The resolution was 300 µm for planning im-
plant rehabilitation. 

 
Figure 2. (A) Implants in sites 26 and 27 after insertion; (B) mucotomies around the implant after 45 
days of healing; (C) implant and peri-implant soft tissues retrieved. 
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45 days of healing; (C) implant and peri-implant soft tissues retrieved.

After suturing, wound healing remained undisturbed for 45 days. Therapy included
clavulanic acid and amoxicillin at 1 g for 6 days, prednisone at 5 mg for 4 days, and
paracetamol at 1 g if necessary. At the end of the operation, dexamethasone at 5 mg was
administered to contain post-operative swelling. After implant rehabilitation, a radio-
graphic investigation was conducted using orthopantomography (OPT) and cone–beam
study (Figure 3). After a period of 45 days, one of these implants—site 27—together with
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the peri-implant tissues was retrieved. Indeed, it was positioned distally far, causing
discomfort and interfering with her speech and tongue movement. Therefore, a change
in prosthetic rehabilitation was necessary (Figures 2C and 4). In detail, implant retrieval
was performed via a parallel incision to the implant axis at 2 mm from the abutment in
the mucosal tissue, using a magnetic mallet for the bone tissue. This achieved a cylinder
core of tissue of 8–10 mm thickness in the axial direction. In addition, a gingivectomy was
necessary near to where the implant was located.
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The Ethics Committee of the University of Chieti-Pescara approved the use of this
specimen for research purposes (CODE: BONEISTO, 15 September 2019). The implant used
in this work was delivered in 2019 to the Dental School of the University of Chieti-Pescara,
Italy, to be stored. The specimen was already fixed with 10% buffered formalin. Then,
dehydration was carried out with increasing concentrations of alcohol. Finally, the sample
was embedded in glycol–methacrylate resin (Technovit 7200 VLC; Kulzer, Wehrheim,
Germany) before being stored in the archives. The specimen was processed after being
retrieved from the archives in 2023, in accordance with Ref [13]. The synchrotron and
histological analyses were performed on the same sample. In brief, it was sectioned into
two parts along its longitudinal axis. The first part was used to examine the implant’s
peri-implant tissues using synchrotron micro-CT after abutment removal; after micro-CT,
this part was further sectioned along the transversal axis for histological analysis. The
second portion of the sample was used to obtain histological longitudinal sections of the
peri-implant tissues. This sample was already included in a prior study to validate an
artificial intelligence (AI) module, not for diagnostic purposes [15]. The CARE Checklist is
reported as Table S1 in Supplementary Materials.

Two other (nr = 2 samples) identical titanium implants with conometric connection
were received by AoN Implants (Grisignano di Zocco, Vicenza, Italy) for implant char-
acterization using laboratory-based micro-CT. The implants had the abutment fixed in a
plexiglass support and the conometric cap was pre-assembled.

2.2. Laboratory-Based Micro-CT Investigation of the Implant

The X-ray micro-CT analysis was performed on nr.2 commercial implants as such
using a Bruker Skyscan 1174 tomographic system (Bruker, Kontich, Belgium). In order to
carry out the volumetric analysis, the two systems, taken from two different productions
to verify their reproducibility, were pre-assembled with the abutment in the plexiglass
support and already connected with the conometric cap. The analysis was performed to
detect eventual defects (gaps) in the conometric abutment–prosthetic cap connection.

The micro-CT system was set with a power voltage of 50 kV and a beam current of
800 µA. Parameter settings: pixel size = 6.5 µm; 1.5 mm Al filter on the source X-ray beam;
and exposure time = 17.5 s. The samples were scanned over 180◦ using a 0.3◦ scan step.
After the tomographic scan, the reconstruction phase was carried out with the Bruker
NRecon software (v. 1.7.3), setting the smoothing algorithm (3.0), ring artifact reduction
(5.0), and beam hardening correction (10%).

2.3. Synchrotron Light-Based Phase-Contrast Micro-CT of Peri-Implant Connective Tissue

The sample retrieved from the 61-year-old female patient 45 days after implantation
surgery was investigated via synchrotron-based micro-CT.
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The micro-CT experiment was conducted at the SYRMEP beamline of the ELETTRA
Synchrotron Radiation Facility (Basovizza (TS), Italy). The parameters were set as follows:
1800 projections, each with an exposure time of 0.2 s; a sample–detector distance of 100 mm;
a total angular range of 180◦; peak energy at 17 keV; and a pixel size of 890 nm. The
coherence characteristics of the synchrotron’s light allowed for use of a propagation-based
phase contrast setting at high resolution. The index of refraction n = 1 − δ + i β was
reconstructed; in this formula, the phase shift term (δ) is proportional to the tissue electron
density, whereas the complex part β is proportional to the tissue density. The δ/β ratio was
established at 100, after several tests. To recover the various phases (vessels, collagen, etc.),
the Paganin method was utilized [30]. Data processing was carried out using ORS Dragon-
fly software (Version 2022.1; Object Research Systems, Montreal, QC, Canada) [31]: indeed,
its anisotropy and deep learning tools are capable of employing different algorithms to
analyze and segment images with artificial intelligence. The collagen bundles were subse-
quently analyzed morphometrically with the BoneJ plugin [32] within the Fiji platform [33].
These software tools computed several structural indices: the specific volume of collagen
(expressed as a percentage), i.e., the amount of collagenous tissue per unit volume; the
density of connectivity (expressed as pixel−3) that quantifies how many collagen fibers are
connected to each other, presenting as a connectivity index per unit volume; and the degree
of anisotropy (DA), which provides information on the direction of the collagen bundles
(the more anisotropic the object, the greater the DA value).

Four volumes of 600 × 300 × 300 pixels3 (approximately 40 × 10−3 mm3) were chosen
close to the implant interface in order to generate a dataset that was as uniform as feasible
and did not induce internal distortions. The artificial intelligence module of the ORS
Dragonfly 2022.1 software was used to manually segment slices, as it contains all of the
necessary tools to best isolate fibers (transverse and longitudinal) from the background.
As described elsewhere [15], a network that employed a semantic segmentation of three
classes was trained; this deep learning method allowed us to label each pixel based on the
morphometric properties of the image. Therefore, if some objects in the foreground had
a different orientation or shape, they were categorized into two distinct subgroups with
two distinct labels. The neural network U-Net, devised by Olaf Ronneberger et al. [34]
and specifically designed for biomedical image segmentation, was used in the semantic
segmentation method.

2.4. Histological Investigation

For the histological investigation, the specimen was sectioned, along its longitudinal
and transversal axis, with a high-precision diamond disk at about 150 µm and ground down
to about 30 µm with a specially designed grinding machine, Precise 1 Automated System.
The obtained slice was then stained with acid fuchsin and toluidine blue. Histological
analysis was carried out using a light microscope (Laborlux S, Leitz, Wetzlar, Germany)
connected to a high-resolution video camera (3CCD, JVCKY-F55B, JVC, Yokohama, Japan)
and interfaced with a monitor and PC (Intel Pentium III 1200 MMX, Intel, Santa Clara,
CA, USA). This optical system was associated with a digitizing pad (Matrix Vision GmbH,
Oppenweiler, Germany) and a histomorphometry software package with image-capturing
capabilities (Image-Pro Plus 4.5, Media Cybernetics Inc., Immagini & Computer Snc, Milano,
Italy). The histological findings were reviewed by a single, highly qualified expert (G.I.),
who was not engaged in the surgical procedure.

2.5. Polarized Light Microscopy

Using polarized light microscopy, the transverse orientation of collagen bundles
was observed as a result of birefringence. The collagen fibers were viewed using an
Axiolab light microscope (Laborlux S, Leitz, Wetzlar, Germany) equipped with two linear
polarizers, two quarter wave plates, and circularly polarized transmitted light. As a
result of a change in the refraction of existing light, the collagen fibers (bright fibers) were
precisely aligned perpendicular to the direction of light propagation (parallel to the section
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plane). In contrast, the different-colored collagen fibers were aligned along the axis of light
propagation (perpendicular to the section plane) and no refraction occurred.

3. Results
3.1. Laboratory-Based Micro-CT

The micro-CT analysis carried out on nr.2 commercial implants as such (and in static
conditions) revealed the absence of macro- and micro-gaps for both samples studied; in
fact, as shown in Figure 5 and Video S1 of the Supplementary Materials, the connection
interface (indicated with the yellow arrows in Figure 5) cannot be viewed in any of the
three axial, sagittal, and frontal perspectives. This result is extremely satisfactory in order
to guarantee the in-service stability of the implant, for the benefit of the peri-implant bone,
and to prevent bacterial infiltration.

1 

 

 
 

Figure 5. Dental titanium implant with conometric connection: 3D reconstruction and sampling
sagittal, axial, and frontal slices. Freeze frame from Supplementary Video S1. The connection interface
(yellow arrows) is free of macro- and micro-gaps.

3.2. Synchrotron Micro-CT

The analysis of the degree of anisotropy (DA) provided us with a comprehensive
examination of the extent to which the collagen bundles were oriented. The eigenvectors
depicted in Figure 6 serve to differentiate between regions characterized by low DA (0–0.30),
regions with medium DA (0.30–0.60), and regions with high DA (0.60–1.0). The number
of eigenvectors was notably greater within the maximal discriminant analysis range; this
observation indicates that the collagen bundles had a distinct orientation and were highly
aligned. As a result, with the assistance of artificial intelligence, it became feasible to discern
the primary orientations and quantify them.
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The semantic segmentation of the images obtained from the synchrotron analyses
allowed us to discriminate the transverse from the longitudinal bundles, as shown in
Figure 7, adding more quantitative information for these two classes that could not be
distinguished with the common thresholding techniques. The quantitative analyses of the
four different sub-volumes segmented by the U-Net neural network in the deep learning
tool allowed us to achieve the quantification of transverse bundles that were found to be
significantly higher than the longitudinal ones (45.4 ± 2.5% vs. 5.3 ± 1.6%, respectively;
p < 0.0001). The anisotropy degree (DA) was found to be significantly lower for the longi-
tudinal bundles than for the transversal ones (0.834 ± 0.017 vs. 0.747 ± 0.009, respectively;
p < 0.001). Moreover, with reference to the connectivity density parameter (Conn. D), it
showed significantly higher values in the transverse direction than in the longitudinal one
(2.77 ± 0.31 vs. 0.12 ± 0.11 (×10−4) px−3, respectively; p < 0.001).
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Figure 7. Segmentation achieved by artificial intelligence algorithms. Left panels: two raw axial
slices and a 3D rendering of a subvolume as achieved after phase-retrieval 3D reconstruction. Right
panels: semantic segmentation of the same slices and 3D rendering with deep learning. In semantic
segmentation, the transversal bundles were rendered in yellow, the longitudinal bundles were
rendered in blue, and the background was rendered in teal. Data were processed with Dragonfly
software (Vers. 2022.1; Object Research Systems, Montreal, QC, Canada); semantic segmentation was
performed by the U-Net neural network.

3.3. Histology and Polarized Light Microscopy

At low magnification, soft tissues and newly formed bone were observed around the
implant abutment. The peri-implant soft tissues adhered to the abutment surface and there
were no gaps at the interface. They were composed of sulcular epithelium (SE), junctional
epithelium (JE), and connective tissue (CT). The JE was composed of a layer of epithelial
cells in close contact with the surface of the transgingival collar.

In the apical portion, the CT was close to the surface of the stump. It was 610 µm high
and characterized by the presence of some small blood vessels. At higher magnification,
areas of newly formed bone, up to 2080 µm above the implant shoulder, were found.
Specifically, newly formed trabecular bone grew over the implant shoulder and had a
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direction up to the abutment surface. A layer of connective tissue was present between the
newly formed bone and the surface of the abutment; no epithelium was observed in this
portion. The tissue height from the implant shoulder (IS) to the margin of peri-implant
mucosa (MP) was approximately 5080 µm.

The peri-implant mucosa included several collagen bundles, which were visible in
both longitudinal and transverse sections, as shown during polarized light microscopy.
As far as the longitudinal section was concerned, in the portions close to the new bone,
longitudinal bundles were observed parallel to the profile of the implant and the abutment
in the long axis (Figures 8 and 9A). Regarding the cross-section, predominantly semicircular
fibers could be observed around the abutment (Figure 9B).
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Figure 9. Polarized light microscopy of the peri-implant soft tissues: (A) longitudinal bundles
distributed parallel to the surface of the abutment (yellow arrow) in the coronal portion, while in the
apical portions—and far away from the implant surface—there was a lattice composed of interwoven
bundles (white arrow); (B) the transverse section with the majority of semicircular collagen bundles
(black arrow) around the abutment (acid fuchsin–toluidine blue 40×).
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4. Discussion

The causes of dental implant failure can be divided into two broad categories: biologi-
cal (for instance, peri-implantitis) or mechanical (due to fracture of the implant, fracture
of the abutment, loosening or loss of the connecting screw, and fracture of the prosthetic
structure). The presence of an incorrect coupling, i.e., misfit between the implant and the
abutment, is known to be the basis for an increase in mechanical stress on the connection
structures and the surrounding bone tissue. This condition can lead to biological conse-
quences due to bacterial penetration into the gap that occurs between the fixture and the
abutment.

While many authors have reported on the importance of the characteristics of the
fixture–abutment interface on the level and loss of peri-implant bone tissue [35], few
studies have examined the structure and ultrastructure of human peri-implant soft tis-
sues [7,11,13–16]. The 3D networks of collagen bundles that compose the connective portion
have been found to be transversely and longitudinally oriented in relation to the dental im-
plant axis. During the growth of these bundles, they organize themselves into intertwining
patterns [13–15] with different quantitative distributions depending on time from surgery,
environmental conditions, and implant macro- and micro-geometry; these boundary condi-
tions are currently the focus of several studies [7,11,13–16].

A conometric prosthetic restoration system has been reported by some authors as
a means to fix the prosthetic restoration to the abutment, obviating the use of retention
through the use of screws or cement. The use of this technique offers very good clinical
results; however, while we were able to find relevant histomorphometric evidence of
the good performance of peri-implant crestal bone [29], no definitive evidence of the 3D
structure of peri-implant connective tissues around conometric prosthetic restorations has
been documented.

In the present case study, through the use of micro-CT, the total absence of 3D gaps
in the investigated conometric abutment–prosthetic cap connection was verified. This is
extremely relevant for the in vivo service of the implant because it protects the implant
from bacterial contamination.

Histological analysis of the peri-implant tissues around this human-retrieved cono-
metric connection implant showed a lack of inflammation, most likely due to a reduced
percentage of bacterial leakage when using this type of implant–abutment connection. This
is in agreement with previous studies [7,8]; indeed, the few studies that have reported on
bacterial contamination at the abutment–prosthesis coupling level demonstrate either an
absence of a complete bacterial seal or no bacterial infiltration into and from this coupling.
One of these studies reported an in vitro investigation of the microleakage of bacteria in
three different implant connections for a period of 14 days [36]; in this case, 60 dental im-
plants were distinguished into three groups, according to the type of connection: external
hexagon, internal hexagon, and conometric connection. All implants were immersed in a
bacterial suspension into the surrounding solution. Less bacterial leakage and a lower rate
of infiltration were found in conometric connections when compared to hexagon connec-
tions. Moreover, other microbiological studies confirmed a very low percentage of bacterial
leakage in conometric connection Cone Morse implants [37,38]. These results could, most
likely, be related to a very precise fit between the two components, as was shown through
the use of micro-CT in the present study.

Furthermore, in the present investigation, with reference to the sample implanted
in vivo for a period of 45 days, growth of supracrestal bone over the shoulder of the implant
was observed. This was also observed in another study on dogs [39] aiming to evaluate the
histological and histomorphometric differences at the marginal bone level when using two
different implant–abutment assembly designs (namely the traditional external hexagon and
the Morse Cone tapered connections). In this case, it was shown that subcrestal placement
had a positive impact on crestal bone remodeling in Morse Cone implants.

In the sample implanted in vivo for a period of 45 days, a large amount of correctly
organized peri-implant connective tissue was also observed through synchrotron inves-
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tigation and subsequent analysis of 3D morphometric parameters. It was found that the
quantity and connectivity of transverse bundles were greater than those of longitudinal
bundles; furthermore, it was found that the transverse bundles were better aligned than
the longitudinal ones. This is in line with a previous study that found that even in mature
and functional peri-implant connective tissue, the proportion between longitudinal and
transverse fibers is always against the former [15].

Despite the promising results obtained in this single case study, it is necessary to carry
out further tests in a statistically significant number of conometric prosthetic connections,
both in static conditions—to confirm the present evidence—and in cases subjected to
chewing load. Indeed, as suggested in previous studies [40,41], including synchrotron-
based ones [42,43], elucidation of the mode of mechanical behavior of the implant–abutment
connection under various loading scenarios will provide information to enhance the design
and function of the connections and minimize the in-service failure sometimes encountered
to date.

5. Conclusions

According to the authors’ best knowledge, this clinical case constitutes the first quanti-
tative analysis of the 3D microarchitecture and properties of the peri-implant connective
tissues surrounding a conometric prosthetic connection with proven absence of macro- and
micro-gaps in static conditions.

The peri-implant soft tissues, as revealed by cross-linked light microscopy and synchrotron-
based imaging, appeared to be rich in collagen bundles, with a functional intertwined
organization, and tightly adhered to the abutment surface. Thus, this intertwined orga-
nization of the collagen bundles, already after just 45 days from implant surgery, seems
promising and worthy of further study with the objective of searching for a favorable
stabilization of the soft tissues, which could thus constitute an effective barrier against the
apical migration of the inflammatory cells towards the bone.

Supplementary Materials: The following supporting information can be downloaded at: https:
//www.mdpi.com/article/10.3390/clinpract14020043/s1, Table S1: CARE Checklist of information
to include when writing a case report. Video S1: Dental titanium implant with conometric connection:
3D reconstruction and sequence of sagittal, axial, and frontal slices.

Author Contributions: Conceptualization, N.R., A.G., G.I. and L.C.; data curation, E.D., T.V.P.,
M.F., A.P. and L.C.; formal analysis, E.D., A.G. and G.I.; investigation, N.R., E.D., T.V.P. and M.F.;
methodology, N.R., E.D. and G.I.; project administration, A.P. and L.C.; resources, A.G., A.P. and
L.C.; software, N.R. and M.F.; supervision, A.G., A.P. and G.I.; visualization, A.P. and L.C.; writing—
original draft, N.R., E.D. and A.G.; writing—review and editing, T.V.P., M.F., A.P., G.I. and L.C. All
authors have read and agreed to the published version of the manuscript.

Funding: This research received no external funding.

Institutional Review Board Statement: The Ethics Committee of the University of Chieti-Pescara
approved the use of this specimen for research purposes (CODE: BONEISTO, 15 September 2019).

Informed Consent Statement: Informed consent was obtained from all subjects involved in the
study.

Data Availability Statement: The data presented in this study are available from the corresponding
author upon request due to the large size of the imaging raw data and datasets.

Acknowledgments: This work was supported by the Italian Ministry of University and Research
(MUR), Rome, Italy. We thank Elena Longo for her assistance in using the beamline SYRMEP as well as
Elettra Sincrotrone Trieste for granting us access to its facilities. We used Dragonfly software (Version
2022.1 for Windows, Object Research Systems (ORS) Inc., Montreal, Canada, 2020; software available
at http://www.theobjects.com/dragonfly (accessed on 26 February 2024)), and 3D reconstructions
and intelligence evaluations were carried out for this work. T.V.P. has a doctorate fellowship (code n.
DOT1353500) in the framework of PON RI 2014/2020, Action I.1 “Innovative Ph.D.’s with industrial
characterization”, funded by the Ministry of University and Research (MUR), Italy, FSE-FESR. N.R.

https://www.mdpi.com/article/10.3390/clinpract14020043/s1
https://www.mdpi.com/article/10.3390/clinpract14020043/s1
http://www.theobjects.com/dragonfly


Clin. Pract. 2024, 14 568

has a doctorate fellowship (code n. DOT1353500-1) in the framework of PON RI 2014/2020, Action
IV.4 “Doctorates and research contracts on innovation issues”, DM 1061/2021, funded by the Ministry
of University and Research (MUR), Italy, FSE REACT-EU.

Conflicts of Interest: The authors declare no conflicts of interest.

References
1. Giannobile, W.V.; Jung, R.E.; Schwarz, F. Evidence-Based Knowledge on the Aesthetics and Maintenance of Peri-Implant Soft

Tissues: Osteology Foundation Consensus Report Part 1-Effects of Soft Tissue Augmentation Procedures on the Maintenance of
Peri-Implant Soft Tissue Health. Clin. Oral. Implant. Res. 2018, 29 (Suppl. S15), 7–10. [CrossRef]

2. Berglundh, T.; Armitage, G.; Araujo, M.G.; Avila-Ortiz, G.; Blanco, J.; Camargo, P.M.; Chen, S.; Cochran, D.; Derks, J.; Figuero, E.;
et al. Peri-Implant Diseases and Conditions: Consensus Report of Workgroup 4 of the 2017 World Workshop on the Classification
of Periodontal and Peri-Implant Diseases and Conditions. J. Periodontol. 2018, 89 (Suppl. S1), S313–S318. [CrossRef]

3. Thoma, D.S.; Gil, A.; Hämmerle, C.H.F.; Jung, R.E. Management and Prevention of Soft Tissue Complications in Implant Dentistry.
Periodontology 2000 2022, 88, 116–129. [CrossRef]

4. Schwarz, F.; Giannobile, W.V.; Jung, R.E. Evidence-Based Knowledge on the Aesthetics and Maintenance of Peri-Implant Soft
Tissues: Osteology Foundation Consensus Report Part 2-Effects of Hard Tissue Augmentation Procedures on the Maintenance of
Peri-Implant Tissues. Clin. Oral. Implant. Res. 2018, 29 (Suppl. S15), 11–13. [CrossRef]

5. Berglundh, T.; Armitage, G.; Araujo, M.G.; Avila-Ortiz, G.; Blanco, J.; Camargo, P.M.; Chen, S.; Cochran, D.; Derks, J.; Figuero, E.;
et al. Peri-Implant Diseases and Conditions: Consensus Report of Workgroup 4 of the 2017 World Workshop on the Classification
of Periodontal and Peri-Implant Diseases and Conditions. J. Clin. Periodontol. 2018, 45 (Suppl. S20), S286–S291. [CrossRef]

6. Silva, E.; Félix, S.; Rodriguez-Archilla, A.; Oliveira, P.; Martins dos Santos, J. Revisiting peri-implant soft tissue—Histopathological
study of the peri-implant soft tissue. Int. J. Clin. Exp. Pathol. 2014, 7, 611–618.

7. Schierano, G.; Ramieri, G.; Cortese, M.G.; Aimetti, M.; Preti, G. Organization of the Connective Tissue Barrier around Long-Term
Loaded Implant Abutments in Man. Clin. Oral. Implant. Res. 2002, 13, 460–464. [CrossRef]

8. Cinquini, C.; Marchio, V.; Di Donna, E.; Cinquini, C.; Marchio, V.; Di Donna, E.; Alfonsi, F.; Derchi, G.; Nisi, M.; Barone, A.
Histologic Evaluation of Soft Tissues around Dental Implant Abutments: A Narrative Review. Materials 2022, 15, 3811, Published
2022 May 27. [CrossRef]

9. Araujo, M.G.; Lindhe, J. Peri-implant health. J. Clin. Periodontol. 2018, 45 (Suppl. S20), S230–S236. [CrossRef]
10. Derks, J.; Tomasi, C. Peri-implant health and disease. A systematic review of current epidemiology. J. Clin. Periodontol. 2015, 42

(Suppl. S16), S158–S171. [CrossRef]
11. Dellavia, C.; Canullo, L.; Allievi, C.; Lang, N.P.; Pellegrini, G. Soft Tissue Surrounding Switched Platform Implants: An

Immunohistochemical Evaluation. Clin. Oral. Implant. Res. 2013, 24, 63–70. [CrossRef]
12. Abrahamsson, I.; Zitzmann, N.U.; Berglundh, T.; Linder, E.; Wennerberg, A.; Lindhe, J. The Mucosal Attachment to Titanium

Implants with Different Surface Characteristics: An Experimental Study in Dogs. J. Clin. Periodontol. 2002, 29, 448–455. [CrossRef]
13. Iezzi, G.; Di Lillo, F.; Furlani, M.; Degidi, M.; Piattelli, A.; Giuliani, A. The Symmetric 3D Organization of Connective Tissue

around Implant Abutment: A Key-Issue to Prevent Bone Resorption. Symmetry 2021, 13, 1126. [CrossRef]
14. Canullo, L.; Giuliani, A.; Furlani, M.; Menini, M.; Piattelli, A.; Iezzi, G. Influence of Abutment Macro- and Micro-geometry

on Morphologic and Morphometric Features of Peri-implant Connective Tissue. Clin. Oral. Implant. Res. 2023, 34, 920–933.
[CrossRef]

15. Riberti, N.; Furlani, M.; D’Amico, E.; Comuzzi, L.; Piattelli, A.; Iezzi, G.; Giuliani, A. Deep Learning for Microstructural
Characterization of Synchrotron Radiation-Based Collagen Bundle Imaging in Peri-Implant Soft Tissues. Appl. Sci. 2023, 13, 4423.
[CrossRef]

16. Sailer, I.; Mühlemann, S.; Zwahlen, M.; Hämmerle, C.H.; Schneider, D. Cemented and screw-retained implant reconstructions: A
systematic review of the survival and complication rates. Clin. Oral. Implant. Res. 2012, 23, 163–201. [CrossRef]

17. Wittneben, J.-G.; Millen, C.; Brägger, U. Clinical Performance of Screw- versus Cement-Retained Fixed Implant-Supported
Reconstructions--a Systematic Review. Int. J. Oral. Maxillofac. Implant. 2014, 29, 84–98. [CrossRef]

18. Ma, S.; Fenton, A. Screw- versus Cement-Retained Implant Prostheses: A Systematic Review of Prosthodontic Maintenance and
Complications. Int. J. Prosthodont. 2015, 28, 127–145. [CrossRef]

19. Block, M.S. Evidence-Based Criteria for an Ideal Abutment Implant Connection-A Narrative Review. J. Oral. Maxillofac. Surg.
2022, 80, 1670–1675. [CrossRef]

20. Saravia-Rojas, M.A.; Geng-Vivanco, R. Clinical Protocol for Intraoral Repair of a Chipped All-Ceramic Crown: A Case Report.
Gen. Dent. 2023, 71, 54–57.

21. Mesquita, A.M.M.; Al-Haj Husain, N.; Molinero-Mourelle, P.; Özcan, M. An Intraoral Repair Method for Chipping Fracture of a
Multi-Unit Fixed Zirconia Reconstruction: A Direct Dental Technique. Eur. J. Dent. 2021, 15, 174–178. [CrossRef]

22. Bressan, E.; Lops, D. Conometric Retention for Complete Fixed Prosthesis Supported by Four Implants: 2-Years Prospective
Study. Clin. Oral. Implant. Res. 2014, 25, 546–552. [CrossRef]

https://doi.org/10.1111/clr.13110
https://doi.org/10.1002/JPER.17-0739
https://doi.org/10.1111/prd.12415
https://doi.org/10.1111/clr.13109
https://doi.org/10.1111/jcpe.12957
https://doi.org/10.1034/j.1600-0501.2002.130503.x
https://doi.org/10.3390/ma15113811
https://doi.org/10.1111/jcpe.12952
https://doi.org/10.1111/jcpe.12334
https://doi.org/10.1111/j.1600-0501.2011.02301.x
https://doi.org/10.1034/j.1600-051X.2002.290510.x
https://doi.org/10.3390/sym13071126
https://doi.org/10.1111/clr.14118
https://doi.org/10.3390/app13074423
https://doi.org/10.1111/j.1600-0501.2012.02538.x
https://doi.org/10.11607/jomi.2014suppl.g2.1
https://doi.org/10.11607/ijp.3947
https://doi.org/10.1016/j.joms.2022.07.002
https://doi.org/10.1055/s-0040-1716311
https://doi.org/10.1111/clr.12121


Clin. Pract. 2024, 14 569

23. Bressan, E.; Lops, D.; Tomasi, C.; Ricci, S.; Stocchero, M.; Carniel, E.L. Experimental and Computational Investigation of Morse
Taper Conometric System Reliability for the Definition of Fixed Connections between Dental Implants and Prostheses. Proc Inst
Mech Eng H. 2014, 228, 674–681. [CrossRef]

24. Degidi, M.; Nardi, D.; Sighinolfi, G.; Degidi, D. The Conometric Concept for the Definitive Rehabilitation of a Single Posterior
Implant by Using a Conical Indexed Abutment: A Technique. J. Prosthet. Dent. 2020, 123, 576–579. [CrossRef]

25. Albiero, A.M.; Benato, R.; Momic, S.; Degidi, M. Guided-Welded Approach Planning Using a Computer-Aided Designed
Prosthetic Shell for Immediately Loaded Complete-Arch Rehabilitations Supported by Conometric Abutments. J. Prosthet. Dent.
2019, 122, 510–515. [CrossRef]

26. Bressan, E.; Sbricoli, L.; Guazzo, R.; Bambace, M.; Lops, D.; Tomasi, C. Five-Year Prospective Study on Conometric Retention for
Complete Fixed Prostheses. Int. J. Oral. Implantol. 2019, 12, 105–113.

27. Albiero, A.; Benato, R.; Momic, S.; Degidi, M. Computer-Aided Crown Design Using Digital Scanning Technology for Immediate
Postextraction Single-Implant Restorations Supported by Conical Indexed Abutments. Int. J. Periodontics Restor. Dent. 2021, 41,
135–140. [CrossRef]

28. Bressan, E.; Venezze, A.; Magaz, V.; Lops, D.; Ghensi, P. Fixed Conometric Retention with CAD/CAM Conic Coupling Abutments
and Prefabricated Syncone Caps: A Case Series. Int. J. Periodontics Restor. Dent. 2018, 38, 277–280. [CrossRef]

29. Lupi, S.M.; Todaro, C.; De Martis, D.; Blasi, P.; Rodriguez y Baena, R.; Storelli, S. The Conometric Connection for the Implant-
Supported Fixed Prosthesis: A Narrative Review. Prosthesis 2022, 4, 458–467. [CrossRef]

30. Paganin, D.; Mayo, S.C.; Gureyev, T.E.; Miller, P.R.; Wilkins, S.W. Simultaneous Phase and Amplitude Extraction from a Single
Defocused Image of a Homogeneous Object. J. Microsc. 2002, 206, 33–40. [CrossRef]

31. Makovetsky, R.; Piche, N.; Marsh, M. Dragonfly as a Platform for Easy Image-Based Deep Learning Applications. Microsc.
Microanal. 2018, 24, 532–533. [CrossRef]

32. Domander, R.; Felder, A.A.; Doube, M. BoneJ2—Refactoring Established Research Software. Wellcome Open Res. 2021, 6, 37.
[CrossRef]

33. Schindelin, J.; Arganda-Carreras, I.; Frise, E.; Kaynig, V.; Longair, M.; Pietzsch, T.; Preibisch, S.; Rueden, C.; Saalfeld, S.; Schmid,
B.; et al. Fiji: An Open-Source Platform for Biological-Image Analysis. Nat. Methods 2012, 9, 676–682. [CrossRef]

34. Ronneberger, O.; Fischer, P.; Brox, T. U-Net: Convolutional Networks for Biomedical Image Segmentation. arXiv 2015,
arXiv:1505.04597.

35. Sasada, Y.; Cochran, D.L. Implant-Abutment Connections: A Review of Biologic Consequences and Peri-implantitis Implications.
Int. J. Oral Maxillofac. Implant. 2017, 32, 1296–1307. [CrossRef]

36. D’Ercole, S.; Dotta, T.C.; Farani, M.R.; Etemadi, N.; Iezzi, G.; Comuzzi, L.; Piattelli, A.; Petrini, M. Bacterial Microleakage at the
Implant-Abutment Interface: An In Vitro Study. Bioengineering 2022, 9, 277. [CrossRef]

37. Bittencourt, A.B.B.C.; Neto, C.L.M.M.; Penitente, P.A.; Pellizzer, E.P.; Dos Santos, D.M.; Goiato, M.C. Comparison of the Morse
Cone Connection with the Internal Hexagon and External Hexagon Connections Based on Microleakage—Review. Prague Med.
Rep. 2021, 122, 181–190. [CrossRef]

38. Mao, Z.; Beuer, F.; Wu, D.; Zhu, Q.; Yassine, J.; Schwitalla, A.; Schmidt, F. Microleakage along the implant-abutment interface: A
systematic review and meta-analysis of in vitro studies. Int. J. Implant Dent. 2023, 9, 34. [CrossRef]

39. De Castro, D.S.M.; De Araujo, M.A.R.; Benfatti, C.A.M.; De Araujo, C.D.R.P.; Piattelli, A.; Perrotti, V.; Iezzi, G. Comparative
Histological and Histomorphometrical Evaluation of Marginal Bone Resorption around External Hexagon and Morse Cone
Implants: An Experimental Study in Dogs. Implant. Dent. 2014, 23, 270–276. [CrossRef]

40. Yao, K.T.; Kao, H.C.; Cheng, C.K.; Fang, H.W.; Huang, C.H.; Hsu, M.L. Mechanical performance of conical implant-abutment
connections under different cyclic loading conditions. J. Mech. Behav. Biomed. Mater. 2019, 90, 426–432. [CrossRef]

41. Coray, R.; Zeltner, M.; Özcan, M. Fracture strength of implant abutments after fatigue testing: A systematic review and a
meta-analysis. J. Mech. Behav. Biomed. Mater. 2016, 62, 333–346. [CrossRef]

42. Rack, A.; Rack, T.; Stiller, M.; Riesemeier, H.; Zabler, S.; Nelson, K. In vitro synchrotron-based radiography of micro-gap formation
at the implant-abutment interface of two-piece dental implants. J. Synchrotron Radiat. 2010, 17, 289–294. [CrossRef]

43. Rack, T.; Zabler, S.; Rack, A.; Riesemeier, H.; Nelson, K. An in vitro pilot study of abutment stability during loading in new and
fatigue-loaded conical dental implants using synchrotron-based radiography. Int. J. Oral Maxillofac. Implant. 2013, 28, 44–50.
[CrossRef]

Disclaimer/Publisher’s Note: The statements, opinions and data contained in all publications are solely those of the individual
author(s) and contributor(s) and not of MDPI and/or the editor(s). MDPI and/or the editor(s) disclaim responsibility for any injury to
people or property resulting from any ideas, methods, instructions or products referred to in the content.

https://doi.org/10.1177/0954411914545556
https://doi.org/10.1016/j.prosdent.2019.02.020
https://doi.org/10.1016/j.prosdent.2018.12.002
https://doi.org/10.11607/prd.4955
https://doi.org/10.11607/prd.3161
https://doi.org/10.3390/prosthesis4030037
https://doi.org/10.1046/j.1365-2818.2002.01010.x
https://doi.org/10.1017/S143192761800315X
https://doi.org/10.12688/wellcomeopenres.16619.1
https://doi.org/10.1038/nmeth.2019
https://doi.org/10.11607/jomi.5732
https://doi.org/10.3390/bioengineering9070277
https://doi.org/10.14712/23362936.2021.15
https://doi.org/10.1186/s40729-023-00494-y
https://doi.org/10.1097/ID.0000000000000089
https://doi.org/10.1016/j.jmbbm.2018.10.039
https://doi.org/10.1016/j.jmbbm.2016.05.011
https://doi.org/10.1107/S0909049510001834
https://doi.org/10.11607/jomi.2748

	Introduction 
	Materials and Methods 
	Samples 
	Laboratory-Based Micro-CT Investigation of the Implant 
	Synchrotron Light-Based Phase-Contrast Micro-CT of Peri-Implant Connective Tissue 
	Histological Investigation 
	Polarized Light Microscopy 

	Results 
	Laboratory-Based Micro-CT 
	Synchrotron Micro-CT 
	Histology and Polarized Light Microscopy 

	Discussion 
	Conclusions 
	References

